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few reports regarding stent-assisted EVT of MCA aneurysms, 
but they treated complex MCA aneurysms with one self ex-
pandable intracranial stent6,26,29). The aim of this study was to 
evaluate the feasibility and clinical and angiographic outcomes 
of stent-assisted coiling for complex MCA aneurysms using 
more than one stent.
MATERIALS AND METHODS 
 
The institutional review board of our hospital approved this 
retrospective study, and the requirement for written informed 
consent was waived. We treated 101 MCA aneurysms with coil 
embolization in 98 patients between April 2006 and August 
2011. Twenty-four aneurysms in 23 patients were treated with 
INTRODUCTION
 
Since the International Subarachnoid trial, coil embolization 
of aneurysms is now accepted as a primary optional treatment19). 
However, endovascular treatment (EVT) of middle cerebral ar-
tery (MCA) aneurysms has been less often applied in many in-
stitutions because of the feasibility of surgical clipping afforded 
by the superficial anatomy of MCA aneurysms and favorable 
outcomes8,24). A large series of EVT of MCA aneurysms was re-
cently reported with favorable results and a low recurrence 
rate4,11,27), but EVT of wide-necked and fusiform MCA aneu-
rysms remains still challenging. After self-expandable stents be-
came available, many of complex aneurysms have been treated 
by coil embolization1,3,17,18,21,23). To our knowledge, there are a 
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Belgium) was used to seal the access site in all cases.
We initially tried to treat all complex aneurysms using single 
or double microcatheter or balloon-assisted techniques without 
stent-assistance. If parent artery or branching vessel is compro-
mised by frame coils or coil frame is unstable, we performed 
stent-assisted coiling during same procedure.
Fifteen aneurysms were treated using one self-expandable in-
tracranial stent (Neuroform stent, Boston Scientific, Natick, MA, 
USA; or Enterprise self-expanding stent, Cordis, Miami Lakes, 
FL, USA). A stent placed into the parent vessel, bridging the an-
eurysm neck. Stent placement was performed either before 
coiling (taking advantage of the open cell design of Neuroform 
stents) or with the jailing technique (using Enterprise stents) 
when the size of the artery allowed safe navigation of two simul-
taneous microcatheters. In selected cases, the stent was de-
ployed after coiling at the end of the procedure with the aim of 
securing the parent artery.
Six aneurysms were treated with a stent-within-a-stent (over-
lapping two stents) when aneurysm treatment was incomplete 
with one stent due to very wide neck or fusiform aneurysm for 
more insertion of coils and effective flow diversion. The stent-
within-a-stent technique involves stent-assisted coiling fol-
lowed by overlapping stent(s). A 0.021-inch microcatheter is 
navigated across the aneurysm neck portion to a distal branch 
of the parent artery. A second microcatheter is inserted into the 
aneurysm sac, and the first Enterprise stent is deployed, bridg-
ing the aneurysm neck. After the first stent is deployed, the mi-
crocatheter is re-advanced to the initial position over the stent-
loading wire, which is left in situ within the deployed stent. 
When the first deployed stent was Neuroform stent, a micor-
wire was re-advanced through the deployed stent into the M2 
branch and the microcatheter was repositioned in the distal 
portion of the first deployed stent. Then coil embolization is 
performed as compactly as possible, including the aneurysm 
neck portion, which encompasses the parent artery more than 
180 degrees. Finally, a second Enterprise stent is introduced and 
is deployed in an overlapping manner.
Two MCA bifurcation aneurysms were treated with Y-stent if 
one stent was insufficient for covering the aneurysm neck which 
was involving both branches. Y-stent-assisted coil embolization 
was performed as follows. A microcatheter was navigated into 
the MCA bifurcation aneurysm with or without frame coiling 
and another microcatheter was placed in the distal superior or 
inferior divisional branch at the most acute angle from the MCA 
bifurcation. A 021 Prowler select plus microcatheter was placed 
at the distal MCA through a long exchangeable wire, and the 
first stent was deployed from the M2 and the M1 of MCA. The 
second stent was navigated through the interstices of the initial 
stent with its distal end in the another bifurcation branch of 
MCA and the proximal portion overlapping the first stent in 
the M1 of MCA. Aneurysms were then occluded with coils.
Coiling was performed using Axium coils (EV3, Plymouth, 
MA, USA), Guglielmi detachable coils and Target coils (Boston 
stent-assisted coil embolization. Our study involved 13 males and 
10 females, and the mean age of the patients was 56.9 years 
(range, 42-70 years). Nineteen of 24 were incidental aneurysms 
that had not been treated, and two were recanalized aneurysms 
previously coiled, and two were recurred after surgical clipping. 
The number of unruptured aneurysms were 23 and ruptured an-
eurysm was only one which was ruptured after surgical clipping.
Aneurysm geometry
The mean size of the aneurysms was 7 mm (range, 3-13.4 
mm), and mean size of the aneurysm neck was 6.2 mm (range, 
2.4-12.7 mm). The mean sac-to-neck ratio (SNR) was 1.02 
(range, 0.53-1.45) and the mean height-to-neck ratio was 0.75 
(range, 0.48-1.3). All aneurysms had wide neck and/or shallow 
depths, and six aneurysms were “ultra-wide necked” circumfer-
ential aneurysm which is involving more than 180 degree of 
parent artery lumen with no visible neck. In circumferential an-
eurysm, size was measured by long dimension and SNR could 
not be measured. Five aneurysms had incorporated parent ves-
sel branch. There were 17 aneurysms in MCA bifurcation, 3 
proximal inferior divisional branch, 2 distal M1, and one proxi-
mal superior divisional branch.
Antiplatelet regimen
Patients were premedicated with 75 mg of clopidogrel (Plavix; 
Bristol-Myers Squibb, New York, NY, USA) and 100 mg of aspi-
rin for 5-7 days. If antiplatelet premedication was not done, on 
a day before treatment, patients were premedicated with a load-
ing dose of clopidogrel (300 mg) and aspirin (100 mg). After 
coiling, patients were then kept under dual antiplatelet therapy 
daily for 6 months (clopidogrel, 75 mg, and aspirin, 100 mg) 
followed by aspirin daily alone for 12 months. In ruptured an-
eurysm, antiplatelet premedication was not done and same pro-
tocol was applied after procedure.
Procedure of stent-assisted aneurysm treatment
All procedures were performed using a monoplane and bi-
plane angiographic system (Integris V-5000 or Allura Xper, 
Philips Healthcare, Best, the Netherlands) with the patient un-
der local anesthesia. Anticoagulation was initiated by injection 
of a bolus of 3000 to 5000 IU heparin intravenously at the be-
ginning of the procedure, followed by continuous infusion of 
heparin at the rate of 1000 IU/h. Activated coagulation time 
was maintained between two and three times the baseline value 
during and for the next 24 to 48 hours after the procedure. In 
one ruptured aneurysm, a bolus of 3000 IU heparin was inject-
ed intravenously after two coils were inserted in the aneurysm, 
and followed by same heparinization. Endovascular coiling was 
performed via a single femoral route in all cases with an envoy 
6 F (Cordis Endovascular Systems, Miami Lakes, FL, USA) or a 
shuttle 6 F guiding catheter (Cook, Inc., Bloomington, IN, 
USA). After completion of coiling, a closing device (Angioseal; 
St Jude Medical, St Paul, MN, USA, or Perclose; Abott, Diegem, 
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requiring retreatment (aneurysms changed from class 1 to class 
3 or from class 2 to class 3).
RESULTS
A total of 23 patients having 24 MCA aneurysms were eligi-
ble for EVT with the stent assisted coiling technique. Treatment 
techniques, initial and follow-up angiographic outcomes, and 
treatment related complication after stent assisted coiling of 
MCA aneurysms are shown in Table 1. 
Treatment techniques
Fifteen aneurysms were treated by the use of a single stent, six 
aneurysms by a stent-within-a-stent procedure, and two using the 
Y-stent technique. Twenty-three aneurysms were successfully 
treated with a stent-assisted technique (95.9%) and one aneurysm 
embolization was failed due to an inability to catheterize the infe-
rior divisional branch due to acute angle and complex geometry.
Treatment related complications
In-stent thrombosis was noted in five patients (20.8%) with 
symptomatic thromboembolism in two patients, and they 
showed complete or nearly complete resolution of the thrombi 
after intra-arterial and intravenous administration of glycopro-
tein IIb/IIIa inhibitor (Tirofiban, 12.5 to 25 mg). Two symp-
tomatic patients with dysarthria and left side weakness showed 
complete recovery without permanent deficit. One aneurysm 
was treated with single stent technique and achieved complete 
embolization of the MCA bifurcation aneurysm, but the supe-
rior divisional branch was occluded due to in-stent thrombosis. 
Another stent was deployed within the stent after 20 minutes 
following partial recanalization of the occlusion by Tirofiban 
injection and immediate control angiogram showed complete 
recanalization of the superior divisional branch (Fig. 1). Imme-
diate thromboembolic complication was seen in 5 patients 
(20.8%) during or after procedure showing motor weakness 
(grade II-IV), dysarthria, and facial weakness. Two symptomat-
ic thromboembolisms were resolved by Tirofiban injection and 
one left side weakness was disappeared after conservative treat-
ment. Permanent morbidity was noted in 2 patients (8.3%) with 
partial aphasia and grade III motor weakness [(modified Rankin 
Scale (mRS) 1 and 2]. Periprocedural thromboembolic compli-
cation was noted in 3 single stent-assisted coiling, 1 a stent-
within-a-stent technique, and 1 Y-stent technique. Intraproce-
dural aneurysm rupture occurred in one patient who was 
treated with a single-stent assisted technique. The rupture was 
immediately controlled by the insertion of further coils and left 
no sequelae except for transient post-procedural headaches. No 
hemorrhagic complication was noted.
Clinical and angiographic follow up
Postembolization control angiograms revealed complete oc-
clusion in 15 (65.2%), residual neck in 5 (21.7%), and a residual 
Scientific, Natick, MA, USA), HydroCoils (MicroVention, Aliso 
Viejo, CA, USA), or a combination of coils. In the event of a 
periprocedural thromboembolic complication, Tirofiban (Ag-
grastat, Medicure Pharma, Somerset, NJ, USA) was slowly in-
jected intra-arterially as a loading dose (500 mcg/10 mL) and 
then administered intravenously, at an initial rate of 0.4 mcg/
kg/min for 30 minutes and then continued at 0.1 mcg/kg/min.
Patient follow-up
The clinical outcomes of patients were evaluated during hos-
pitalization after procedure and then re-evaluated at the first 
time of angiographic control, which was generally performed at 
6-12 months by DSA. Additional controls by MRA were then 
scheduled at 2 years, 3 years, and 5 years. In our institution, the 
MRA sequences (time-of-flight) were analyzed by using source 
images; maximum-intensity-projection and contrast enhanced 
MRA images were irrelevant due to major artifacts caused by 
the stents. In cases of unreliable MR imaging findings, DSA was 
performed. Morbidity-mortality rates and angiographic results 
were retrospectively analyzed at initial and midterm follow-ups. 
We used the Raymond classification scale22) to compare the ini-
tial and midterm angiographic results. We defined the midterm 
results as follows: 1) a stable result showed no change from the 
initial results; 2) the improved state demonstrated further oc-
clusion of the remnant neck or residual aneurysm; 3) a minor re-
currence revealed no need for retreatment (aneurysms changed 
from the class 1 to class 2); and 4) a major recurrence required 
Table 1. Treatment techniques, initial and follow-up angiographic out-
come, and treatment-related complication of stent-assisted coiling of 24 
MCA aneurysms in 23 patients
n (%)
Treatment techniques (n=24)
    Single stent 15 (62.5)
    A stent-within-a-stent   6 (25)
    Y-stent   2 (8.3)
    Fail   1 (4.2)
Initial angiographic results (n=23)   
    Complete or near complete 15 (65.2)
    Residual neck   5 (21.7)
    Residual aneurysm   3 (13.1)
Treatment-related complication (n=24)   
    Immediate thromboembolic complication   5 (20.8)
    In-stent thrombosis   5 (20.8)
    Intra-procedural rupture   1 (4.2)
Treatment-related permanent morbidity and 
  mortality (n=24)
  2 (8.3)
Follow-up angiographic results (n=17)   
    Stable 14 (82.4)
    Improved   1 (5.9)
    Major recurrence   1 (5.9)
    Minor recurrence   1 (5.9)
MCA : middle cerebral artery
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ed embolization has been widely used due to ease of deployment 
of the stent and high success rates10). Recently, many of complex 
aneurysms is treated by stent-assisted technique rather than bal-
loon-assisted and multiple microcatheter techniques. Coil embo-
lization of unruptured MCA aneurysms has favorable outcomes 
and lower complication rates4,11). Stent-assisted embolization of 
the complex MCA aneurysms was feasible, safe and durable, and 
could be considered as an alternative treatment26). However, sur-
gical clipping of MCA aneurysms is preferred in many institu-
tions due to relative ease and effectiveness of aneurysm clipping.
The initial complete or near-complete embolization rate in our 
series (65.2%) was similar to other studies (67-71%)6,26,29). We 
aneurysm in 3 (13.1%) patients. Clinical follow-up was available 
in all patients (mean, 28 months; range, 5-60 months). There 
were no cases of SAH and no deaths by the recurrence of the 
coiled aneurysms. None of the surviving 23 patients had any ad-
ditional deterioration of functional neurological outcomes 
(mRS, 0-2).
Follow-up angiography was available in 17 of the 23 treated 
aneurysms (73.9%) by using either MRA (n=5, 29.4%) or DSA 
(n=12, 70.6%) at a mean period of 13.2 months (6-31 months). 
An artifact of the stent disturbed MRA interpretation in two 
cases for which DSA was performed. Fourteen (82.4%) were 
stable (Fig. 2) and one (5.9%) improved. One major and one 
minor recurrence were detected. One 
major recurrent aneurysm treated by 
the stent-within-a-stent technique was 
retreated using a stent-assisted tech-
nique without any complications (Fig. 
3). We thought this aneurysm may 
have been a dissecting aneurysm.
DISCUSSION
Since the advent of the detachable coil, 
endovascular coil embolization has been 
an important treatment method for both 
ruptured and unruptured aneurysms. 
However, coil embolization of aneu-
rysms with wide neck and complex ge-
ometry remains a challenging procedure 
despite the use of several techniques 
such as balloon-assisted20,30), double2) or 
multiple microcatheter12), microcatheter 
protective15), coil protective, and stent-
assisted techniques1,3,6,7,17,18,21,23,26,29). Ever 
since the advent of self-expandable in-
tracranial stents for coil embolization of 
aneurysms, especially closed cell design 
stent (Enterprise and Leo stent, BALT 
Co., Montmorency, France), stent-assist-
Fig. 1. A 59-year-old man with an unruptured left MCA bifurcation aneurysm with incorporation of 
the superior divisional branch. Left internal carotid three dimensional angiogram (A) on working pro-
jection shows incorporation of the superior divisional branch at the neck. Immediate control angio-
gram reveals complete embolization of the aneurysm with the stent-assisted technique (B). The pa-
tient showed mild motor aphasia five minutes later after final control angiogram and the superior 
divisional branch is completely occluded (C). After intra-arterial Tirofiban injection, the superior divi-
sional branch is partially recanalized with remnant thrombus within the stent (D). Further infusion of 
Tirofiban does not solve the remnant thrombus. Left ICA angiogram reveals complete recanalization 
after insertion of another stent within the stent (E and F). MCA : middle cerebral artery, ICA : internal 
carotid artery.
D
A
E F
B C
Fig. 2. A 51-year-old man with a large unruptured aneurysm with very wide neck at the distal M1. Left ICA (A) and three dimensional angiogram (B) 
on working angle show a large aneurysm with a wide neck at the distal M1 of the MCA. Near complete occlusion of the aneurysm with a residual 
neck is achieved by a stent-within-a-stent technique (C). Six-month follow-up shows stable with a small residual neck (D). MCA : middle cerebral ar-
tery, ICA : internal carotid artery.
A B C D
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ing and efficient flow diversion than single stent-assisted 
embolization. Flow diverter might be used, especially in the M1 
aneurysm without branching parent vessels, but we could not 
use them because those stents were not available in our country.
In the present study, in-stent thrombosis (20.8%) and the 
symptomatic thromboembolic compli-
cation rate (20.8%) were high despite 
the use of dual antiplatelet therapy. We 
didn’t clopidogrel and aspirin resis-
tance test and high thromboembolic 
complication rate may be antiplatelet 
resistance. We also think that our ini-
tial high complication rate may arise 
from more complex procedures such 
as a stent-within-a-stent or Y-stent 
technique than single stent-assisted 
technique. The permanent morbidity 
and mortality rates were decreased as 
result of complete thrombolysis by im-
mediate Tirofiban injection and leaved 
two mild disabilities (mRS 1 and 2). 
However, this morbidity-mortality rate 
(8.3%) was higher than those of other 
series (0-12%) (Table 2) and may not 
be acceptable for treatment method. 
During recent 3 years, 10 aneurysms 
was treated and showed no permanent 
morbidity and one immediate symp-
tomatic complication. In this result, ex-
perience of neurointerventionist and 
careful case selection are important 
factors for reducing complication rate 
of stent-assisted coil embolization of 
the MCA aneurysms.
The recurrence rate for stent-assisted 
coil embolization of the aneurysms was 
relatively high in other studies (non-stent-
ing), ranging from 14.6% to 29%4,11,27), 
performed the jailing technique in 17 aneurysms and reposi-
tioning of the microcatheter through the strut of the stent in the 
remnant neck or aneurysm during procedure if the jailed micro-
catheter was kickback in the parent artery. A stent-within-a-
stent technique in six aneurysms allowed more compact pack-
Fig. 3. A 56-year-old man with a recurrent ruptured aneurysm after surgical clipping 6 years prior. 
Brain CT shows a large hematoma in the right temporal lobe and a large amount of subarachnoid 
hemorrhage (A). Right ICA angiogram (B) and three dimensional reconstruction image (C) shows a fu-
siform aneurysm with lobulated contour, suggesting dissecting nature. Complete occlusion of the an-
eurysm was done by a stent-within-a-stent technique (D and E). Nine-month follow-up angiogram 
shows a major recurrence (F) and complete occlusion is observed on immediate control angiogram 
after coiling with a stent-assisted technique (G) and at 15 months (H). ICA : internal carotid artery.
G
D
A
H
E
B
F
C
Table 2. Mortality, morbidity, and recurrence rate after stent-assisted coil embolization of cerebral artery aneurysms
Stent-assisted coil 
embolization
Aneurysms (patients), 
n (n)
Treatment-related 
complication,   
n (%)
Treatment-related 
permanent morbidity and 
mortality, n (%)
Mid-term
follow-up 
recurrence rate, n (%)
Benitz et al.3)   49 (48)      (10.7)   3 (5.9), 1 (2)
Akpek et al.1)   34 (35)   8 (25)   3 (9.3), 1 (3.1)
Sedat et al.23)   42 (42)   9 (21.5)   1 (2.4), 0 (0) 4/38 (9.5)
Piotin et al.21) 216 16 (7.4), 10 (4.6) 17/114 (14.9)
Maldonado et al.18)   76 (68)   6 (8.9)   2 (2.9), 0 (0) 6/68 (8.8)
Yang et al.28)   16 (16)   1 (6.3)   0 (0), 0 (0)
Vendrell et al.26)*   52 (49) 10 (20)   2 (4.3), 0 (0) 7/45 (14.6)
Fields et al.6)*   23 (22)   4 (21.8)   0 (0), 0 (0) 2/18 (11)
Present study*   24 (23)   6 (25)   2 (8.3), 0 (0) 2/17 (11.8)
*Middle cerebral artery aneurysms
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or surgical clipping group with same geometry of the aneu-
rysms because unruptured MCAs are not treated by surgical 
clipping at our hospital. Our limited number of angiographic 
follow up cases and limited follow up times were another major 
limitation.
CONCLUSION
MCA aneurysms with wide neck or fusiform could be treated 
by stent-assisted coiling with more than one stent, and showed 
good initial angiographic outcomes and lower recanalization 
rate during mid-term follow-up by effective flow diversion. Our 
results warrant further study with a longer follow-up period in 
a larger sample.
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the coils into the parent artery after first stenting, coil insertion 
of a very wide-necked circumferential aneurysms due to poor 
discrimination of the parent artery and neck of the aneurysm 
due to complex anatomic geometry. Although a down-the-bar-
rel view may help to differentiate the parent artery lumen from 
coils8), it is not always available as a working projection. Anoth-
er advantage is prevention of the recurrence of incomplete em-
bolization of the aneurysm due to more effective flow diversion 
than the single stent, resultant aneurysmal thrombosis, and 
eventual endothelialization around the neck5,16,28). Finally, blood 
flow may be compromised due to in-stent thrombosis or coil 
protrusion within the parent vessel during coiling, so a second 
stent can easily restore blood flow through the stented parent 
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(Fig. 1). 
 Lawson et al.13) reported that stent-assisted coiling causes the 
progression of occlusion and complete thrombosis of incom-
pletely coiled aneurysms, possibly by a flow remodeling effect, 
and is therefore associated with lower rates of aneurysm recur-
rence. There was also a larger series (216 aneurysms) that show a 
statistically significant lower recurrence rate of stenting (14.9%) 
compare to coiling (33.5%)21). However, Hwang et al.9) insisted 
their study did not show that additional hemodynamic and bio-
logic effects of stents designed for neck remodeling were suffi-
cient to enhance progressive occlusion and to prevent the recan-
alization of unruptured aneurysms. Their findings also suggested 
that stent placement provides no better long-term angiographic 
outcomes for unruptured aneurysms with an unfavorable con-
figuration for coiling as compared with nonstent-assisted (mul-
tiple microcatheter technique or balloon-assisted technique) 
coil embolization groups. We believe that selection bias be-
tween the stenting and non-stenting groups in each study that 
were non-randomized and retrospective study, caused the dis-
crepancies in results. We also believe that the most important 
factor for lower recanalization rate was complete embolization 
and compact packing of the aneurysms irrespective of the tech-
niques used.
 There were several limitations in this study. First, the sample 
size was too small to conduct a statistical analysis. Another lim-
itation was that we included no comparable non-stenting group 
280
J Korean Neurosurg Soc 53 | May 2013
Stent-assisted coiling of intracranial aneurysms : clinical and angio-
graphic results in 216 consecutive aneurysms. Stroke 41 : 110-115, 2010
22. Roy D, Milot G, Raymond J : Endovascular treatment of unruptured 
aneurysms. Stroke 32 : 1998-2004, 2001
23. Sedat J, Chau Y, Mondot L, Vargas J, Szapiro J, Lonjon M : Endovascular 
occlusion of intracranial wide-necked aneurysms with stenting (Neuro-
form) and coiling : mid-term and long-term results. Neuroradiology 51 : 
401-409, 2009
24. Stoodley MA, Macdonald RL, Weir BK : Surgical treatment of middle 
cerebral artery aneurysms. Neurosurg Clin N Am 9 : 823-834, 1998
25. Suh SH, Kim BM, Park SI, Kim DI, Shin YS, Kim EJ, et al. : Stent-assist-
ed coil embolization followed by a stent-within-a-stent technique for 
ruptured dissecting aneurysms of the intracranial vertebrobasilar artery. 
Clinical article. J Neurosurg 111 : 48-52, 2009
26. Vendrell JF, Costalat V, Brunel H, Riquelme C, Bonafe A : Stent-assisted 
coiling of complex middle cerebral artery aneurysms: initial and mid-
term results. AJNR Am J Neuroradiol 32 : 259-263, 2011
27. Vendrell JF, Menjot N, Costalat V, Hoa D, Moritz J, Brunel H, et al. : En-
dovascular treatment of 174 middle cerebral artery aneurysms : clinical 
outcome and radiologic results at long-term follow-up. Radiology 253 : 
191-198, 2009
28. Wanke I, Forsting M : Stents for intracranial wide-necked aneurysms : 
more than mechanical protection. Neuroradiology 50 : 991-998, 2008
29. Yang P, Liu J, Huang Q, Zhao W, Hong B, Xu Y, et al. : Endovascular 
treatment of wide-neck middle cerebral artery aneurysms with stents : a 
review of 16 cases. AJNR Am J Neuroradiol 31 : 940-946, 2010
30. Youn SO, Lee JI, Ko JK, Lee TH, Choi CH : Endovascular treatment of 
wide-necked intracranial aneurysms using balloon-assisted technique 
with HyperForm balloon. J Korean Neurosurg Soc 48 : 207-212, 2010
ed flow remodeling causes further occlusion of incompletely coiled an-
eurysms. Neurosurgery 69 : 598-603; discussion 603-604, 2011
14. Lee BH, Kim BM, Park MS, Park SI, Chung EC, Suh SH, et al. : Recon-
structive endovascular treatment of ruptured blood blister-like aneu-
rysms of the internal carotid artery. J Neurosurg 110 : 431-436, 2009
15. Lee JY, Seo JH, Cho YD, Kang HS, Han MH : Endovascular treatment 
of wide-neck intracranial aneurysms using a microcatheter protective 
technique : results and outcomes in 75 aneurysms. AJNR Am J Neuro-
radiol 32 : 917-922, 2011
16. Lopes D, Sani S : Histological postmortem study of an internal carotid 
artery aneurysm treated with the Neuroform stent. Neurosurgery 56 : 
E416; discussion E416, 2005
17. Lubicz B, Francois O, Levivier M, Brotchi J, Baleriaux D : Preliminary 
experience with the enterprise stent for endovascular treatment of com-
plex intracranial aneurysms: potential advantages and limiting charac-
teristics. Neurosurgery 62 : 1063-1069; discussion 1069-1070, 2008
18. Maldonado IL, Machi P, Costalat V, Mura T, Bonafe A : Neuroform 
stent-assisted coiling of unruptured intracranial aneurysms : short- and 
midterm results from a single-center experience with 68 patients. AJNR 
Am J Neuroradiol 32 : 131-136, 2011
19. Molyneux A, Kerr R, Stratton I, Sandercock P, Clarke M, Shrimpton J, et 
al. : International Subarachnoid Aneurysm Trial (ISAT) of neurosurgi-
cal clipping versus endovascular coiling in 2143 patients with ruptured 
intracranial aneurysms : a randomised trial. Lancet 360 : 1267-1274, 
2002
20. Moret J, Cognard C, Weill A, Castaings L, Rey A : The “Remodelling 
Technique” in the treatment of wide neck intracranial aneurysms. An-
giographic results and clinical follow-up in 56 cases. Interv Neuroradiol 
3 : 21-35, 1997
21. Piotin M, Blanc R, Spelle L, Mounayer C, Piantino R, Schmidt PJ, et al. : 
